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Introduction 



All Measurements Are Two-Point 

Voltage is always measured 
between two poi nts i n a ci r- 
cuit. This is true whether 
using a voltmeter or an oscil- 
loscope. When an oscillo- 
scope probe touches a poi nt 
in a circuit, a waveform usu- 
ally appears on the display, 
even if the ground lead is not 
connected. In this situation, 
the reference for the mea- 
surement is conducted 
through the safety ground of 
the scope chassis to the elec- 
trical ground in the circuit. 

By vi rtue of thei r two probes, 
digital voltmeters measure 
potential between two 
poi nts. Because they are iso- 



lated, these two points can 
be anywhere in the circuit. 
This has not always been the 
case. Before the advent of the 
digital voltmeter, hand-held 
meters known as VOM s 
(Volt-Ohm-Meters) were 
used to measure "floating" 
circuits. Because they were 
passive, they tended to load 
the circuit-under-test. Less 
invasive measurements were 
made with the high- 
impedance VTVM (Vacuum 
TubeVolt Meter). The VTVM 
had one major limitation - 
the measurement was always 
referenced to ground. The 
VTVM housing was 
grounded and connected to 
the reference lead. With the 



introduction of solid-state 
gain circuits, high perfor- 
mance voltmeters could be 
isolated from ground, allow- 
ing fl oati ng measu remen ts to 
be made. 

M ost osci I loscopes today, 

I i ke the venerabi e VTVM , 
can only measure voltages 
that are referenced to earth 
ground, which is connected 
to the scope chassis. These 
are referr^ to as "si ngle- 
ended" measurements - the 
probe ground provides the 
reference path. Unfortu- 
nately, there are times when 
this limitation lowers the 
i ntegrity of the measurement, 
or makes measurement 
impossi ble. 

If the voltage to be measured 
is between two circuit nodes, 
neither of which is 
grounded, conventional 
osci I loscope probi ng cannot 
be used. A common example 
is measu ring the gate drive in 
a switching power supply 
(see Figure 1). 

Signals which are balanced 
(between two leads without a 
ground return) such as a 
common tel ephone I i ne can- 
not be measured directly. As 
we shall see, even some 
"ground referenced" signals 
cannot be faithfully mea- 
sured using single-ended 
techniques. 

When Ground Is Not Ground 

We've all heard of "ground 
loops" and been taught to 
avoid them. But how do they 
corrupt a scope measure- 
ment? A ground loop results 
when two or more separate 
ground paths are tied 
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Rgure 1 . Gate drive signal in a switching power supply is measured between TP1 and 
TP2. Neither point is grounded. 




Figure 2. Ground loop formed by a scope probe. Metal chassis of both scope and device 
under test are connected to safety ground and internal power supply common. Scope 
probe ground connects to scope chassis at the input BNC connector. 



together at two or more 
points. The result is a loop of 
conductor. I n the presence of 
a varying magnetic field, this 
loop becomes the secondary 
of a transformer which is 
essentially a shorted turn. 
The magnetic field which 
excites the transformer can 
be created by any conductor 
in the vicinity which is car- 
ry! ng a non-DC current. AC 
line voltage in primary 
wiring or even the output 
lead of a digital IC can pro- 
duce this excitation. The cur- 
rent circulating in the loop 
develops a voltage across any 



impedance within the loop. 
Thus, at any given instant in 
time, various points within a 
ground loop will not be at 
the same potential. 

Connecting the ground lead 
of an osci I loscope probe to 
the ground in the circuit- 
under-test results in a ground 
loop if the circuit is 
"grounded" to earth ground 
(see Figure 2). A voltage 
potential is developed in the 
probe ground path resulting 
from the circulating current 
acti ng on the i mpedance 
within the path. 
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Thus, the "ground" potential 
at the oscilloscope's input 
BNC connector is not the 
same as the ground in the 
circuit being measured (i.e., 
"ground is not ground"). 

This potential difference can 
range from microvolts to as 
high as hundreds of milli- 
volts. Because the oscillo- 
scope references the mea- 
surement from the shel I of 
the input BNC connector, the 
displayed waveform may not 
represent the real signal at 
the probe input. The error 
becomes more pronounced 
as the ampi itude of the signal 



being measured decreases, as 
is common in transducer and 
biomedical measurements. 

I n these situations, it's often 
tempt! ng to remove the probe 
ground lead. This technique 
i s on I y effect! ve w hen mea- 
suri ng very low-frequency 
signals. At higher frequen- 
cies, the probe begi ns to add 
"ring” to the signal caused by 
the resonant ci rcuit from the 
tip capacitance and shield 
inductance (see Figure 3). 
(This is why you should 
always use the shortest 
ground lead possible.) 
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Figure 3. Series resonant tank circuit formed by probe-tip capacitance and ground inductance. 




Figure 4. “Fioating” battery-powered oeliular teiephone probed with a grounded osciiioscope. Capacitance 
between the phone circuitry and steei bench frame forms avirtuai ground ioop at high frequencies. 




Rgure 5. Minute parasitic inductance and resistance in ground distribution system resuit in V'q. 



We now have a dilemma: 
create a ground loop and add 
error to the measurement or 
remove the probe ground 
lead and add ring to the 
waveform! 

The next technique often 
tried to break ground loops is 
to "float" the scope or "float" 
the circuit being measured. 

" F I oat! ng" refers to break! ng 
the connection to earth 
ground by opening the 
safety-ground conductor - 
either at the device-under- 
test or at the scope. Float! ng 
either the scope or the 
device-under-test (DUT) 
al lows the use of a short 
ground lead to minimize ring 
without creati ng a ground 
loop. 

This practice is inherently 
dangerous, as it defeats the 
protection from electrical 
shock I n the event of a short 
in the primary wiring. (Some 
special battery-operated 
portable scopes i ncorporate 
insulation which allows safe 
floating operation.) Operator 
safety can be restored by 
placing a suitableground- 
fault circuit interrupter 
(GFCI ) i n the power cord of 
the osci I loscope (or device- 
under-test) with the severed 
ground. However, be aware 
that without a low- 
impedance ground connec- 
tion, radiated and conducted 
emissions from the scope 
may now exceed government 
standards - as well as inter- 
fere with the measurement 
itself. At higher frequencies, 
severing the ground may not 
break the ground loop as the 
"floating” circuit is actually 
coupled to earth ground 
through stray capacitance 
(see Figure 4). 

Even when the measurement 
system doesn't introduce 
ground loops, the "ground is 
not ground" syndrome may 
exist within the device being 
measured (see Figure 5). 
Large static currents and 
high-frequency currents act 
on the resistive and induc- 
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ti ve components of the 
device ground path to pro- 
duce voltage gradients. In 
this situation, the "ground" 
potential referenced atone 
point in the circuit will be 
different than that referenc- 
i ng another poi nt. 

For example, ground at the 
input of the high-gain ampli- 
fier i n a system differs from 
the "ground" potential at the 
power supply by several 
millivolts. To accurately 
measure the input signal 
seen by the ampi ifier, the 
probe must reference the 
ground at the amplifier input. 

These effects have chal- 
lenged designers of sensitive 
analog systems for years. The 
same effect is seen i n fast 
digital systems. The small 



inductance within the 
ground distribution system 
can create a potential across 
it, resulting in "ground 
bounce". T roubleshooting 
systems affected by ground- 
voltage gradients is difficult 
because of the i nabi I ity to 
really look at the signal 
"seen" at the individual com- 
ponent. Connect! ng the osci I- 
loscope probe ground lead to 
the "ground" point of the 
device results in theuncer- 
tai nty of what effects the new 
path adds to the ground gra- 
dient. A sure clue that a 
change is occurring is seen 
when the problem in the cir- 
cuit either gets better (or 
worse) when the probe 
ground is connected. What 
we really need is a method to 



make a scope measurement 
of the actual signal at the 
input of the suspect device. 
By using an appropriate dif- 
ferential amplifier, probe, or 
isolator, accurate two-point 
osci I loscope measurements 
can be made without intro- 
duci ng ground loops or oth- 
erwise corrupting the mea- 
surement, upsetting the 
device-under-test, or expos- 
i ng the user to shock hazard. 

There are several types of 
differential amplifiers and 
i sol ati on systems aval I abl e 
for oscilloscopes, each opti- 
mized for a particular class 
of measurements. In order to 
choose the proper solution, 
an understanding of termi- 
nology is necessary. 



Differential Measurement Fundamentals 



Overview of Differential 
Measurements 

An ideal differential ampli- 
fier ampI ifies the "difference" 
signal between its two inputs 
and total ly rejects any voltage 
which is common to both 
inputs (see Figure 6). The 
transfer equation is: 

Vo = h,iy^ - 

where Vq is referenced to 
earth ground. 

The voltage of i nterest, or 
difference signal, is referred 
to as the differential voltage 
or differential mode signal 
and is expressed as Vqm (Vd,vi 
isthe “ V_in term in the 
transfer equation above). 



The voltage which is com- 
mon to both inputs is 
referred to as the Common- 
Mode Voltage expressed as 
VcM- The characteristic of a 
differential amplifier to 
i gnore the Vcm i s referred to 
as Common-M ode Rejection 
or CM R. The ideal differen- 
tial amplifier rejects all of the 
common-mode component, 
regardless of its amplitude 
and frequency. 

In Figure?, a differential 
amplifier is used to measure 
the gate drive of the upper 
M OSF ET i n an i nverter ci r- 
cuit. Asthe MOSFET switches 
on and off, the source voltage 
sw i n gs f rom th e posi ti ve su p- 
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Figures. Differential amplifier. 



pi y rai I to the negati ve rai I . A 
transformer al lows the gate 
signal to be referenced to the 
sou rce. T he d i fferenti al ampi i - 
fi er al I ows the scope to mea- 
su re the true si gnal (a few 

vol t sw i ng) at suffi ci ent reso- 
lution such as 2 V/division 
while reject! ng the several 
hundred volt transition of the 
sou rce to ground. 

Common-Mode Rejection Ratio 
(CMRR) 

Real implementations of dif- 
ferential amplifiers cannot 
reject al I of the common 
mode signal. A small amount 
of common mode appears as 
an error signal in the output, 
making it indistinguishable 
from the desired differential 
signal. The measure of a dif- 
ferential amplifier's ability to 
eliminate the undesirable 
common-mode signal is 
referred to as Common-M ode 
Rejection Ratio or CM RR for 
short. The true definition of 
CMRR is "differential-mode 
gain divided by common- 
mode gai n referred to the 
input": 

Am 

CMRR = — 

Am 
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Figure 7. Differential amplifier used to measure gate to source voitage of upper transistor in an inverter bridge. 
Note that the source potential changes 350 volts during the measurement. 




Measured voltage 
could be as high 
as 42 mV (22% error) 



Figures. Common-mode error from a differential amplifier with 10,000:1 CMRR. 



Forevaluation purposes, we 
can assess CM RR perfor- 
mance with no input signal. 
The CM RR then becomes the 
apparent Vdm seen at the out- 
put result! ng from common 
mode input. It's expressed 
either as a ratio - 10,000:1 - 
or in dB: 



A CMRRof 10,000:1 would 
be equivalent to 80 dB. 



For example, suppose we 
need to measure the voltage 
i n the output dampi ng resi s- 
tor of an audio power ampli- 
fier as shown in Figure 8. At 
full load, the voltage across 
the damper (Vdiv|) should 
reach 35 mV, with an output 
swing (Vcm) of 80 V p-p. The 
differential amplifier we use 
has a CM RR specification of 
10,000:1 at 1 kHz. With the 
amplifier driven to full 
power with a 1 kHz si ne 



dB = 201o> 



i 



wave, one ten thousandth of 
the common-mode signal 
will erroneously appear as 
Vdm at the output of the dif- 
ferential amplifier, which 
would be 80 V/10,000 or 
8 mV. The 8 mV represents 
up to a 22% error in the true 
35 mV signal ! 

The CMRR specification is 
an absolute value, and does 
not specify polarity (or 
degrees of phase shift) of the 
error. Therefore, the user can 
not si mply subtract the error 
from the displayed wave- 
form. CMRR generally is 
highest (best) at DC and 
degrades with i ncreasi ng fre- 
quency of V(-|v|. Some differ- 
ential amplifiers plot the 
CMRR specification as a 
function of frequency. 

Let's I ook at the i nverter ci r- 
cuit again. The transistors 
switch 350 V and we expect 
about a 14 V swi ng on the 
gate. The i nverter operates at 
30 kHz. I n tryi ng to assess 
the CMRR error, we quickly 
run into a problem. The com- 
mon-mode signal in the 
i nverter i s a square wave, 
and the CMRR specification 
assumes a si nusoidal com- 
mon-mode component. 
Because the square wave 
contai ns energy at frequen- 
cies considerably higher than 
30 kHz, the CMRR will prob- 
ably be worse than specified 
at the 30 kHz point. 

Whenever the common-mode 
component is not sinusoidal, 
an empirical test is the 
quickest way to determi ne 
the extent of the CM RR error 
(see Figure 9). Temporarily 
connect both input leads to 
the MOSFET source. The 
scope is now displaying only 
the common-mode error. Y ou 
can now determine if the 
magnitude of the error signal 
is significant. Remember, the 
p h ase d i fferen ce betw een 
VcM and Vd,vi is not specified. 
Therefore subtract! ng the dis- 
played common-mode error 
from the differential mea- 
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Rgure 9. Empirical test for adequate common-mode rejection. Both inputs are driven from the same point. Resid- 
ual common mode appears at the output. This test will not catch the effect of different source impedances. 



su rement will not accu ratel y 
cancel the error term. 

This is a handy test for deter- 
mi ni ng the extent of com- 
mon-mode rejection error in 
the actual measurement envi- 
ronment. However there's 
one effect this test will not 
catch. With both inputs con- 
nected to the same poi nt, 
there's no difference in driv- 
i ng i mpedance as seen by the 
amplifier. This situation pro- 
duces the best CM RR perfor- 
mance. When the two inputs 
of a differential amplifier are 
driven from significantly dif- 
ferent source i mpedances, 
the CM RR will be degraded. 
The specifics of the effect are 
discussed later - see Input 
Impedance Effects on 
C M RR, page 13. 

Other Specification Parameters 
Differential-mode range is 

equivalent to the input range 
specification of an amplifier 
or single-ended oscilloscope 
input. Input voltages which 
exceed this range will over- 
drive the amplifier, resulting 
i n output cl i ppi ng or non- 
linearity. 

Common-mode range refers 
to the voltage window over 
which the amplifier can 
reject the common-mode si g- 
nal . The common-mode 



range i s usual I y I arger than 
or equal to the differential 
range. Depending on the 
amplifier topology, the com- 
mon-mode range may or may 
not change with different 
amplifier gain settings. 
Exceedi ng an ampi ifier's 
common-mode range may 
have various results in the 
output. In some situations, 
the output will not cl ip and 
may produce a close approxi- 
mation of the true input, 
with some additional offset. 
In this situation, the display 
may be close enough to what 
is expected that it's not ques- 
tion^ by the user. It's 
always a good practice to 
verify that the common- 
mode signal is within the 
acceptable common-mode 
range before maki ng any dif- 
ferential measurements. 
Maximum common-mode 
slew rate is specified for 
some differential amplifiers 
and most isolators. This 
specification is often confus- 
i ng but very i mportant. Part 
of the confusion results from 
a lack of standard definition 
between instrument manu- 
facturers. Also, differential 
amplifiers and isolators 
behave differently when 
thei r maxi mum common- 
mode slew rate is exceeded. 



Essentially, maximum CM 
slew rate is a supplemental 
specification to CMRR. The 
specification is usually given 
in units of kV/ps. 

Some types of differential 
amplifiers, I ike other ampli- 
fiers, reach a large-signal 
si ew rate I i mitati on before 
the small -signal bandwidth 
specification is exceeded. 
When one or both sides of a 
differential amplifier are 
driven to slew-rate limiting, 
the common-mode rejection 
is degraded very rapidly. 

Uni ike CMRR, maximum 
slew rate does not imply an 
i ncreasi ng amount of com- 
mon-mode feed-through in 
the output. Once the maxi- 
mum common-mode slew 
rate is exceeded, al I bets are 
off - the output is likely to 
cl amp at one of the power 
supply rails. 

In isolators, however, the 
effect is more gradual - like 
CMR in a differential ampli- 
fier. As the common-mode 
slew rate i ncreases (as 
opposed to the frequency), 
more of the common-mode 
component "feeds through" 
to the output. Intuitively, the 
specification would imply a 
maxi mu m si ew rate at w h i ch 
a known amount of feed- 
through appears i n the out- 
put. It's important to note 
that with some isolators, the 
CM slew rate specification is 
actually a maximum non- 
destructive limit. Theabiiity 
to make meaningful measure- 
ments is lost at slew rates 
much lower than the maxi- 
mum specification. When 
using an isolator, it's best to 
test the common-mode feed- 
through before making criti- 
cal measurements. This is 
easily done by driving both 
the probe ti p and the refer- 
ence lead with the same 
common-mode signal and 
observi ng the output. 
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Types of Differential Amplifiers 
and Probes 

Built-in differential ampli- 
fiers. Many scopes have the 
ability to make the simplest 
differential measurements 
built right in to them. This 
mode is referred to as "chan- 
nel A - channel B” or "quasi- 
differential". While limited 
in performance, this tech- 
nique may be adequate for 
some measurements. To 
make a differential measure- 
ment, two vertical channels 
are used - one for the posi- 
tive in put and one for the 
negative input. The channel 
used for negative input is set 
to invert mode and thedis- 
pl ay mode i s set to " A DD 
Channel A -l-Channel B". For 
proper operation, both inputs 
must be set to the same seal e 
factor, and both input probes 
must be identical models. 
The display now shows the 
difference voltage between 
the two inputs. 

To maximizeCMRR, the gain 
in both channels should be 
matched. This can be easily 
done by connect! ng both 
probes to a square wave 
source with an amplitude 
within the dynamic range of 
the volts/division setting 
(about ±6 divisions). Set one 
of the channels to "uncali- 
brated - variable” gain and 



adjust the variable-gain con- 
trol until the displayed wave- 
form becomes a flat trace. 

The primary limitation of 
this technique is the rather 
smal I common-mode range, 
which results from the 
scopes vertical channel 
dynamic range. Generally, 
th i s i s I ess than ten ti mes the 
volts/division setting from 
ground. Whenever 
VcM >Vdm, this mode of 
obtaining a differential result 
can be thought of as extract- 
ingthesmall difference from 
two large voltages. 

M ost d i gi tal storage osci 1 1 o- 
scopes perform waveform 
math in the digital domain, 
after the analog signal has 
been digitized. The limited 
resolution of theanalog-to- 
digital converter is often not 
adequate to view the result- 
ing differential signal after 
the common-mode signal is 
subtracted out. Because the 
AC gain in the two channels 
is not precisely matched, 

CM RR at higher frequencies 
is rather poor. 

This technique is suitable for 
appi i cations where the com- 
mon-mode signal is the same 
or lower amplitude than the 
differential signal, and the 
common-mode component is 
DC or low frequency, such as 
50 or 60 Hz power line. It 
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figure 10. Even when the scope is “floating”, parasitic capacitance forms an AC voitage divider which adds error to 
the measurement. Note that reversing the probe leads will load the gate with >100 pF, possibly destroying tbecircuit- 



effecti vel y el i mi nates grou nd 
loops when measuring sig- 
nals of moderate amplitude. 

H igh-voltage differential 
probes. Recently, high-volt- 
age active differential probes 
have appeared on the market. 
A new topology using fixed 
attenuation with switchable 
differential gain allows these 
probes to keep thei r ful I com- 
mon-mode range i n al I gai n 
settings. The single attenua- 
tor greatly reduces complex- 
ity resulting in lower cost to 
the user. 

These probes provide an 
affordable, safe method of 
measuri ng I i ne-connected ci r- 
cuits commonly found in 
switching power supplies, 
power inverters, motor drives, 
electronic-lamp ballasts, etc. 
With common-mode ranges 
up to 1,000 V, these probes 
el i mi nate the need for the 
extremely dangerous practice 
of "float! ng the scope". 
Recently, workplace hazard 
monitoring organizations 
such as the U .5. OSH A (Occu- 
pational and Safety and 
Health Act) have intensified 
thei r veri f i cati on of equ i p- 
ment grounding, issuing 
costi y f i nes to vi ol ators. 

In addition to the safety bene- 
fits, the use of these probes 
can improve measurement 
quality. An obvious benefit is 
the ful I use of the scopes mul- 
ti pie channels with the si mul- 
taneous viewing of multiple 
signals referenced to different 
voltages. Because the probes 
aretruedifferential, both of 
the inputs are high 
impedance- high resistance 
and low capacitance. Floating 
scopes and isolators do not 
have balanced inputs. The 
reference side (the "ground" 
cl ip on the probe) has a signif- 
icant capacitance to ground. 
Any source impedance the 
reference is connected to wi 1 1 
be I oaded du ri ng fast com- 
mon-mode transitions, attenu- 
ating the signal. 

Worse yet, the high capaci- 
tance can damage some ci r- 
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cuits (see Figure 10). Con- 
necti ng the scope common to 
the upper gate i n an i n verier 
may slow the gate-drive sig- 
nal, preventing the device 
from turni ng off and destroy- 
ing the input bridge. This 
failure is usually accompa- 
nied with a miniature fire- 
works display right on your 
bench - something many 
power electronics designers 
can attest to. 

With the balanced low input 
capacitance of high-voltage 
differential probes, any point 
i n the ci rcuit can be safely 
probed with either lead. 

High-gain differentiai ampii- 
fiers. A high-gain differential 
amplifier, often an external 
accessory, al lows scopes to 
measure very small ampli- 
tude signals - down to a few 
microvolts. To avoid corrup- 
tion from ground-loop and 
ground-gradient effects, these 
signals are always measured 
differentially - even when 
they are ground referenced. 
When the source is not 
ground referenced, the com- 
mon-mode can be several 
orders of magnitude greater 
than the differential mode 
signal of interest. To cope 
with this, these amplifiers 
have extremely high CM RR, 
often 1,000,000:1 or greater. 
Some high-gain differential 
amplifiers include additional 
functionality to improve the 
integrity of low-amplitude 
measurements. Selectable 
low-pass fi Iteri ng al lows the 
user to remove out-of-band 
noise from lower-frequency 
signals. Differential offset can 
be used to remove galvanic 
potentials introduced in the 
input wi ri ng or transducer- 
bridge bi as vol tage. To al I ow 
use with signal sources which 
have high driving impedance, 
some models al low the user 
to set the i n put to vi rtual I y 
infinite impedance. 

As with any differential 
ampi ifier, the si ightest mis- 
match in channel gain 
greatly reduces the ampli- 



fier's high CM RR. When the 
application requires use of a 
scope probe, only identical 
non-attenuating (IX) models 
should be used, as attenuat- 
i ng probes can not be 
matched wel I enough to pre- 
serve the CM RR. 

High-performance differen- 
tial amplifiers. With the 
advent of oscilloscopes with 
plug-in amplifiers, high-per- 
formance differential ampli- 
f i ers became aval I abl e. T hese 
amplifiers combined many 
featu res to al I ow thei r use i n 
diverse applications. Cali- 
brated slideback allowed the 
amplifiers to be used in sin- 
gle-ended mode, with the 
trace referenced thousands of 
divisions away from ground. 

This makes it possible to pre- 
cisely measure ripple valley 
in power supplies and power 
amplifier headroom. Sophis- 
ticated high-speed clamp cir- 
cuits enable the amplifier to 
quickly recover from input 
overloads hundreds of ti mes 
over- range. This provides the 
abi I i ty to d i recti y measu re 
setti i ng ti me of ampI ifiers 
and DAC circuits. 

T h ese am p I i f i ers featu re 
bandwidth specifications of 
100 M Hz or more, with good 
CM RR as well. However, 
theCMRR is specified with 
both inputs tied directly 
together and driven from a 
low-impedance source. In 
an actual application, the 
CM RR at higher frequencies 
will be considerably 
degraded by differences in 
sourceimpedanceand 
channel gain. 

Differential passive probes. 

To minimize this degrada- 
tion, only specially matched 
differential passive probes 
should be used with these 
amplifiers. Be sure to cali- 
brate the individual probe to 
the amplifier using the pro- 
cedure provided by the probe 
manufacturer. 

High-bandwidth active dif- 
ferential probes. These 
probes maintain high-fre- 



quency CM RR by bufferi ng 
the signal right at the probe 
ti p, thereby el i mi nati ng the 
degradation caused by pas- 
sive probe cables. These 
probes have high bandwidth 
(100 M Hz or more), high-sen- 
sitivity, and excellent high- 
frequency CM RR perfor- 
mance. They are commonly 
used to perform measure- 
ments in disk-drive read 
electronics, where the signals 
are inherently differential. 
Their use is becoming more 
common in probing high- 
speed digital circuits as they 
do not alter the ground gradi- 
ent when searching for 
ground-bounce problems. 
Voltage isolators. While volt- 
age i sol ators are not real I y 
differential amplifiers, they 
provide a means of safely 
measu ri ng floati ng voltages. 
Compared with differential 
amplifiers, isolators have 
advantages as wel I as trade- 
offs, and the selection of one 
over the other depends on 
the appi i cation. As the name 
implies, isolators have no 
direct electrical connection 
between the floating inputs 
and thei r ground-referenced 
output. The signal is coupled 
via optical or split-path opti- 
cal/transformer means. Two 
physical configurations are 
available: integrated one- 
piece systems and split trans- 
mitter/receiver systems. 

The models with separate 
transmitters and receivers are 
interconnected with fiber- 
optic cable. The transmitter, 
which is powered by 
rechargeable batteries, can be 
remotely located from the 
receiver. This is useful in sit- 
uations where the signal 
originates in environments 
not hospitable to humans or 
osci I loscopes. They can also 
be used with very high com- 
mon-mode voltages. The 
f I oati ng vol tage specif i cati on 
is usually limited by the 
insulation voltage of the 
hand-held probe. If the probe 
connections can be made 
with the DUT powered off. 
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Figure 11. Unequal input capacitance caused by the isoiated shield. This forms an ACvoitage divider, resulting in the Vref Vref at the probe clip. 



the floating voltage is limited 
only by the physical separa- 
tion between the transmitter 
and ground. 

Because isolators have no 
resistive path to ground, they 
are a good choice for applica- 
tions which are extremely 
sensitive to leakage currents. 
Circuits equipped with sensi- 
tive GFCI (Ground Fault Cir- 
cuit Interrupters), such as 
medical electronics, may 
experience GFCI tripping 
when connected to a differ- 
ential amplifier. The lack of 
ground terminated attenua- 
tors also gives isolators infi- 



niteCMRR with static (DC) 
common-mode voltages. 

T he d i sad vantage of i sol ators 
i s the fact that they are not 
true differential amplifiers, 
meaning that the input is not 
balanced (see Figure 11). The 
capacitance to earth ground 
is considerably different in 
the measurement (-F) input 
and the reference (-) input. 
This results in the same prob- 
I ems as al ready descri bed 
when floating scopes. Source 
i mpedance i n the reference 
lead forms an attenuator at 
high frequencies with the 
ground capacitance. 



These problems can be mini- 
mized by connecting the ref- 
erence to the poi nt i n the ci r- 
cuit with the lowest driving 
i mpedance (i nvert the scope 
channel to regain correct 
polarity if necessary). If the 
isolator has separate trans- 
mitter and receiver units, 
physically isolate the trans- 
mitter from grounded sur- 
faces as much as possi ble to 
minimi ze capaci ti ve cou- 
pling to ground. Placing the 
transmitter on a cardboard 
box or wooden crate can 
make a marked improvement 
in performance! 



Differential Measurement Applications 



Power Electronics 

High-voltage differential 
amplifiers provide an ideal 
means of measuri ng ci rcuits 
which are line connected, 
such as switching power 
supply primaries, motor 
drives, electronic-lamp bal- 
lasts, and si mi lar systems. 
They el i mi nate the need for 
the dangerous practice of 
"floating the scope". The low 
input capacitance will not 
affect operation of i nverters 
by loading down gate-drive 
circuits. 

The characterization of 
power switch! ng devices 



such as M OSF ETs and I GBTs 
often includes measuring 
dynamic saturation charac- 
teristics. High-performance 
differential amplifiers with 
high-speed input clamps 
al low accurate measurement 
of turn-on saturation, 
nanoseconds after being 
overdriven (hundreds of 
times full scale) when the 
device was off. This allows 
the use of the high sensitivi- 
ties necessary to accurately 
measu re the satu rati on char- 
acter! sties. 

These amplifiers are also use- 
ful when measuring sec- 



ondary circuits. By activating 
the cal i brated si ideback (also 
known as comparison volt- 
age), the amplifier can be used 
in a single-ended mode to 
monitor ripple valley and lin- 
ear-regulator headroom (see 
Figure 12). With theslideback 
set to the output voltage, the 
V(-E headroom can be directly 
measured, at high sensitivity, 
u nder a vari ety of dynami c 
load conditions. 

System Power Distribution 

Developing high-precision 
analog, mixed signal, and 
high-speed digital systems 
often i nvol ves trou bl eshoot- 
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Rgure 12. Using calibrated slideback to accurately measure power-supply ripple valley on the collector of the out- 
put regulator. Note that the scope is set to 100 mV/division with ground being 61 divisions off screen. 




Rgure 13. A transducer in balanced bridge configuration. A differential measurement is made between the taps of 
the two divider legs. 



ing power-distribution prob- 
lems. These can be a 
designer's worst nightmare. 
CA D systems offer I itti e hel p 
as the mi nute parasitics 
which create these problems 
are difficult or impossibleto 
model . A scope equi pped 
with a differential amplifier 
is the best tool to track down 
and pin-point the trouble 
spots i n the system. 

Single-ended measurements 
often hide power-distribu- 
tion problems as they pro- 
vide an alternate ground path 
from which the signal is 
measured. Not only does this 
change the measurement, it 
often affects the ci rcuit oper- 
ation as well - either improv- 
ing or degrading it. 

Placing the inputs of a differ- 
ential probe right on an IC's 



power supply lead gives a 
true picture of the device's 
power condition. Lead 
inductance in logic devices 
often isolates the 1C from 
local bypassing capacitance. 
Even if the power supply 
looks clean, both the ground 
and power pins may be mov- 
ing with respect to other 
grounds i n the system. By 
movi ng the probe, it's possi- 
ble to track down dynamic 
ground gradients between an 
individual device ground 
and other grounds i n the sys- 
tem. The effects of ground 
bounce in digital systems can 
be easily measured. Probing 
between an IC's input and its 
ground pin gives a picture of 
the actual signal as seen by 
that device. 



Balanced Signals 

Some systems employ sig- 
nals which are inherently 
differential in nature. When 
both sides of the signal share 
the same driving impedance 
they are said to be balanced. 
Balanced systems are com- 
mon in professional audio 
equipment, telephony, and 
magnetic record ing systems 
(analog and digital memory) 
to name a few. Differential 
signal distribution is becom- 
ing more common in high- 
speed d i gi tal systems as wel I . 
I neffecti ve attempts to mea- 
sure these signals one side at 
a ti me and "addi ng" the 
results are error prone at 
best. Often, loading only one 
side of the signal with the 
probe diverts energy to the 
side not being measured. 

M easuri ng a balanced system 
differentially provides a true 
picture of the signal. 

Transducers 

Differential measurements 
are used universally in trans- 
ducer systems. The small sig- 
nal amplitudes and necessity 
to eliminate ground loops 
preci ude the use of si ngl e- 
ended measurements. The 
word "transducer" brings to 
mind connotations of devices 
used for measuring mechani- 
cal phenomena such as 
acceleration, vibration, pres- 
sure, etc. The application of 
differential measurement 
techniques goes beyond 
these to include visual and 
medical imagers, micro- 
phones, chemical sensors... 
the list is endless. 

Transducers which produce 
a change in resistance are 
often operated in a configura- 
tion known as a balanced 
bridge (see Figure 13). This 
configuration uses three 
known resistances and the 
transducer to produce a pai r 
of voltage dividers. The pair 
is biased with a bridge sup- 
ply and the voltage is mea- 
sured differentially between 
the divider taps. The advan- 
tage of th i s conf i gu rati on i s 
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the el i mi nati on of the effects 
of power supply fluctuations. 
Often, a transducer produces 
a DC output voltage repre- 
sent! ng the steady state 
before excitation is placed in 
the system. To get high reso- 
lution, it's desirable to 
remove the DC component. 
AC coupling the amplifier 
i n put i s not effect! ve i f very 
low-frequency components 
(<2 Hz) need to be measured. 
To accommodate this need, 
many high-gain differential 
amplifiers incorporate a dif- 
ferent! al offset featu re. T h i s 
effectively i nserts a floati ng, 
adjustable power supply in 
series with oneof the inputs, 
all owing the amplifier to 
remain DC coupled. The off- 
set control has considerable 
range - as much as ±1 mil- 
lion divisions at the higher 
gain settings. 



Biophysical Measurements 

CAUTION: Do not connect 
any electrical instrument, 
including a differential 
amplifier, to a human sub- 
ject unless it is specifically 
designed for use on 
humans. Suitableequip- 
ment wi 1 1 be certi fi ed to a 
specific regulatory standard 
as mandated by the individ- 
ual country where it is used. 

Measuring the electrical sig- 
nals resulting from neurolog- 
ical activity presents several 
challenges. The signals have 
minute amplitudes - often 
below a millivolt. The com- 
mon-mode component can 
be hundreds or even thou- 
sands of ti mes greater than 
the signal of i nterest. The 
source i mpedance is rather 
high. Usually, the differential 
signal is corrupted with 
high-amplitude noise. Fortu- 
nately, high-gain differential 
amplifiers are equipped to 
measure these signals. 

CM RR specifications of 
1,000,000:1 or more can 
effect! vel y el i mi nate the 
common-mode component. 



To deal with the high input 
i mpedance, the ampi ifier can 
be configured to infinite 
input resistance mode. (Note 
that if the specimen is not 
shunted to ground by other 
equipment, a separate probe 
tied through a 100 kohm 
resistor to ground should be 
used to reduce the chance of 
common-mode range over- 
load.) Skin contact is usually 
made with silver/si Iver chlo- 
ride electrodes. These pro- 
vide an ionic connection to 
the specimen. They also gen- 
erate a gal van i c cel I (battery) 
with a half-cell voltage of 
400 mV which adds a bias 
voltage to the measurement. 
The amplifier's differential 
offset can be used to remove 
the bias while preserving 
low-frequency response. 
Because most biophysical 
activity occurs at frequencies 
below 20 Hz, bandwidth-lim- 
iti ng fi Iters can be used to 
reduce higher-frequency dif- 
ferential noise without alter- 
i ng the signal of i nterest. 



Maintaining Measurement integrity 

Sources of Measurement Errors may be misread as the basic understand! ng of 

just I ike other measurements, desired measurement. Some what's inside a differential 

differential measurements ' of the more common sources oscilloscope or probe, 

are subject to conditions covered beiow. j|-ie heart of the system is the 

which generate errors. These understand what causes differentiai ampiifier stage 
errors may or may not be these errors and how to (see Figure 14). The 

obvious in the results, and avoid them, we first need a schematic symboi is the 

same as an op amp. Li ke the 
operationai ampiifier, a dif- 
ferential amplifier rejects the 
input common-mode signai 
and oniy ampi ifies the voit- 
age difference between the 
two inputs. Uni ike the op 
amp, the differentiai ampii- 
fier has a known, finite gain, 
in some configurations, the 
gain is user-seiectabie. The 
output i s si ngi ed-ended and 
referenced to ground. The 
i n puts are often F ETs to gi ve 
very high impedance. The 
input signal may pass 
through a high-impedance 
attenuator to reduce larger 

Rgure 14. Simplified schematic of a differential amplifier with attenuator. signals tO a range the ampli- 
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fier can handle. The 
demands on the attenuator 
are much greater than those 
in a single-ended amplifier. 
Both sides must have identi- 
cal DC and AC attenuation. 
The amount of mismatch has 
a fi rst-order effect on the 
CMRR. For example, to 
mai ntai n a 100,000:1 CM RR 
specification, the attenuators 
must match to better than 
one part in 100,000 
(0.001%); this leaves no mar- 
gin for error in the differen- 
tial amplifier! Of course, this 
match needs to be mai n- 
tai ned al I the way from the 
signal source. 

Input Connections 

Interconnecting the differen- 
tial amplifier or probe to the 
signal source is generally the 
greatest source of error. T o 
maintain the input match, 
both paths should be as iden- 
tical as possible. Any cabling 
should be of the same length 
for both inputs. If probes are 
used, they should be the 



same model and length. 

When measuring low-fre- 
quency signals with large 
common-mode voltages, 
avoi d th e u se of atten u ati n g 
probes. At high gains, they 
simply cannot be used as it is 
impossible to precisely bal- 
ance their attenuation. When 
attenuation is needed for 
high-voltage or high-fre- 
quency applications, special 
passive probes design^ 
specifically for differential 
applications should be used. 
These probes have provi- 
sions for precisely trimming 
DC attenuation and AC com- 
pensation. To get the best 
performance, a set of probes 
should be dedicated to each 
specific amplifier and cali- 
brated with that amplifier 
using the procedure included 
with the probes. 

It's common practice to twist 
the-Fand- input cables 
together in a pair. This 
reduces I i ne frequency and 
other noise pick up. Input 




Figure 15. Time varying magnetic fields passing through the open leads induce a voltage as in a transformer 
winding. This voltage appears as a differential component to the amplifier and is summed into the true Vq^ sig- 




Rgure 16. With the input leads twisted together, the loop area is very small, hence less field passes through it. 
Any induced voltage tends to be in the path which is rejected by the differential amplifier. 



cabi i ng that i s spread apart 
(see Figure 15) acts as a 
transformer winding. Any 
AC magnetic field passing 
through the loop induces a 
voltage which appears to the 
amplifier input as differen- 
tial and will be faithfully 
summed i nto the output! 

With the input leads twisted 
together (Figure 16), any 
induced voltage tends to be 
in theVcM path, which is 
rejected by the differential 
amplifier. 

High-frequency measurements 
subject to excessive common- 
mode can be i mproved by 
winding both input leads 
through aferritetorroid. This 
attenuates high-frequency sig- 
nals which are common to 
both inputs. Because differen- 
tial signals passthrough the 
core in both directions, they 
are unaffected. 

Grounding 

The input connectors of most 
differential amplifiers are 
BNC connectors with the 
shell grounded. When using 
probes or coaxial input con- 
nections, there's always a 
question of what to do with 
the grounds. Because the 
measu rement appi i cati on 
varies, there are no hard and 
fast rules. 

When measuring low-level 
signals at low frequencies, 
it's general ly best to connect 
the grounds only at the 
amplifier end and leave both 
unconnected at the input 
end. This provides a return 
path for any currents 
induced into the shield, but 
doesn't create a ground loop 
which may upset the mea- 
surement or the device- 
under-test. 

At higher frequencies, the 
probe i nput capacitance, 
along with the lead induc- 
tance, forms a series resonant 
"tank" circuit which may 
ring. In single-ended mea- 
surements, this effect can be 
minimized by using the short- 
est possible ground lead. This 
lowers the i nductance, effec- 
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tively moving the resonating 
frequency higher, hopefully 
beyond the bandwidth of the 
amplifier. Differential mea- 
surements are made between 
two probe tips, and the con- 
cept of ground does not enter 
i nto the measurement How- 
ever, if the ri ng is generated 
from a fast ri se of the com- 
mon-mode component using 
a short ground lead reduces 
the i nductance i n the reso- 
nant circuit thus reducing 
the ri ng component I n some 
situations, a ring resulting 
from fast d i fferenti al si gn al s 
may also be reduced by 
attaching the ground lead. 
This is the case if the com- 
mon-mode source has very 
low impedance to ground at 
high frequencies, i.e. is 
bypassed with capacitors. If 
this is not the case, attach! ng 
the ground lead may make the 
situation worse! If this hap- 
pens, try ground! ng the 
probes together at the i nput 
ends. This lowers the effec- 
tive inductance through the 
shield. 

Of course, connect! ng the 
probe ground to the circuit 
may generate a ground loop. 
This usually doesn't cause a 
problem when measuring 
higher-frequency signals. The 
best advice when measuri ng 
high frequencies is to try 



maki ng the measurement 
with and without the ground 
lead; then use the setup 
which gives the best results. 
When connecting the probe 
ground lead to the circuit, 
remember to connect it to 
ground ! It's easy to forget 
where the ground connection 
is when using differential 
amplifiers since they can 
probe anywhere in the circuit 
without the risk of damage. 

Input Impedance Effects on 
CMRR 

A ny sou rce i mpedance acts 
to form a voltage divider with 
the input resistance (DC) and 
capacitance (AC) of the input. 
With single-ended measure- 
ments, the i mpedance effect 
can usually be ignored as the 
error seldom reaches 1 %. But 
with differential measure- 
ments, this small error con- 
tributes to the input-gain mis- 
match, which reduces com- 
mon-mode rejection (see Fig- 
ure 17 ). 

The differential amplifier 
CM RR specification is usu- 
ally measured with both 
inputs driven together via a 
BNC tee connector. This 
effectively gives zero 
impedance difference looking 
I nto the inputs. Ideally, the 
real-life signal source would 
also have identical driving 



V + 




Rgure 17. Effect of unequal source impedances. The + input attenuator is essentially driven from Oohms, how- 
ever the -input attenuator is driven from something less than 3 kohms. This adds to the 900kohms, increasing 
its attenuation and lowering the CMRR. 



impedance. However, they 
seldom do. As such, the real 
CMRR performance will be 
significantly less than the 
ampi I f I er sped f i cat! on . 

If the amplifier's input impe- 
dance, attenuation ratio, and 
source i mpedances are al I 
known, it's possible to deter- 
mine the actual CMRR by cal- 
culating the actual divider 
ratios in each I nput arm. How- 
ever, I t's easi er j ust to make a 
subjective judgment of the 
measurement performance. 
Many high-gain amplifiers 
have provisions for configur- 
ingthem as instrumentation 
amplifiers. An instrumenta- 
tion amplifier has no input 
attenuator. The input resis- 
tance is essentially infinite 
(>1012 ohms). This mode 
greatly enhances low-fre- 
quency CM R when the 
source i mpedance is rather 
high, such as physiological 
experiments. While instru- 
mentation amplifiers have 
infinite input resistance, they 
still have input capacitance. 
The CM R improvement with 
high source impedances will 
quickly degrade as the com- 
mon-mode frequency 
increases. Because i nstru- 
mentation amplifiers don't 
have input attenuators, they 
have limited common-mode 
and differential -mode 
dynamic ranges. 

Common-Mode Range 

Any amplifier can be over- 
dri ven, causi ng the output to 
"clip". The same effect 
occurs in a differential 
amplifier when the input dif- 
ferential-mode signal is large 
enough to force the ampI ifier 
beyond its output dynamic 
range. Differential amplifiers 
are also subject to another 
overload condition - exceed- 
ing the input common-mode 
range. This condition occurs 
when the voltage that the 
desired signal is riding on 
(Vcm) exceeds the amplifiers 
input common-mode range. 

Because the common-mode 
signal is rejected by the 
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parasitic capacitance 




Rgure 18. Vq^ in a consumer audio eieotronic component. These devices usualiy have a two-wire power cord 
with their chassis and circuitry fioating. 



amplifier, the dynamic range 
is limited by the input stage 
rather than the output swing. 
Amplifiers with input atten- 
uators have a greater com- 
mon-mode range than differ- 
ential-mode range. Because 
the common-mode compo- 
nent is (hopefully) not seen 
in the measurement, com- 
mon-mode range overload 
may not be obvious to the 
user. This is especially true 
when the common-mode 
component is DC. Some 
amplifier topologies will still 
produce an approxi mate ren- 
dition of the differential sig- 
nal with a significant gain 
error when the Vcm range is 
exceeded. Because the wave- 
form appears correct, many 
users have been fooled by 
this erroneous measurement. 
Some amplifiers have over- 
load indicators to warn the 
user of a common-mode 
overload condition. It's a 
good practice to verify that 
the common mode is within 
specified range before mak- 
ing critical measurements. 
This is easily done by mov- 
i ng one of the input connec- 
tions to ground and measur- 
i ng the common-mode com- 
ponent with the ampi ifier 
itself. The procedure is then 
repeated with the other 
input. 

Measuring Totally Floating 
Signals 

Signal sources which are 
totally floating, having no 
connection whatsoever to 



ground, posea special prob- 
lem when being measured 
with a differential amplifier. 
Common examples include 
battery-operated electronic 
equipment, consumer audio 
components, and experimen- 
tal physiological specimens. 
Because there's no shunti ng 
i mpedance to ground, any 
AC fields in the area will be 
capacitively coupled into the 
device being measured (see 
Figure 18). Line-frequency 
fields, radiated from fluores- 
cent lighting and building 
wiring, are common in this 
measurement envi ronment. 
When coupled into the DUT, 
the line-frequency field pro- 
duces a common-mode volt- 
age. With sufficient coupling 
and high input impedance of 
the amplifier, it's possibleto 
inadvertently exceed the 
common-mode range of the 
amplifier. This is especially 
true with amplifiers config- 
ured as instrumentation 
amplifiers, since the load 
i mpedance at I i ne frequen- 
cies approaches infinity. 

The overload situation can 
be avoided by providing a 
shunting impedance to 
ground, reducing the capaci- 
tive coupling, or reducing 
the field strength. Adding a 
shunt path to ground is the 
easiest approach. It need not 
be a direct short, often a 
10 kohm resistor is suffi- 
cient. If adding the shunt 
i mpedance u psets the devi ce 
bei ng measured or the mea- 
surement, try reducing the 



capacitive coupling by 
enclosing the DUT with a 
metal screen which is tied to 
ground. This effectively adds 
a Faraday shield which pro- 
vides a shunt path to ground 
for AC fields. A final 
approach istotry to mini- 
mize the field strengths. Sub- 
stituti ng i ncandescent light- 
ing for fluorescent, and maxi- 
mizing the distance between 
line-connected wiring and 
the DUT are good starting 
poi nts. 

Bandwidth 

Differential amplifiers, like 
single-ended scope ampli- 
fiers, often include a band- 
width limiting control. High- 
gain ampI i fi ers may offer a 
choice of low-pass frequen- 
cies. Bandwidth limiting 
reduces high-frequency noise 
components with minimal 
degradation on lower fre- 
quencies. The bandwidth 
I i mi ti ng fi I ters are I ocated 
after the input signal has 
been transformed to single 
ended. Therefore, their use 
will not increase input com- 
mon-mode range at higher 
frequencies. 
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ADC - Analog-to-Digital Con- 
verter. The "heart" of a digi- 
tal storage oscilloscope 
where the analog input sig- 
nal is converted into the digi- 
tal domain. Several charac- 
ter! sties of the A DC such as 
sample rate, resolution, accu- 
racy, and linearity directly 
rel ate to the osci 1 1 oscope's 
performance. 

Balanced - A signal trans- 
mitted through a pai r of 
wires, each having the same 
source impedance. Ground 
does not serve as a return 
path for the signal. 

Bandwidth Limit - A filter 
which may deselected by the 
user to attenuate noise out- 
side of the bandwidth of 
i nterest. U n I ess otherw i se 
specified, the filter is 
assumed to be a low -pass 
topology with a single-pole 
(-6 dB/ octave) roll off. 

Clamp - A circuit which lim- 
its the output voltage swing of 
an amplifier to keep it within 
the I i near operati ng range. 
Usually this is done to reduce 
the overload recovery ti me. 

Clip - A distorted waveform 
produced when an amplifier 
does not have sufficient out- 
put voltage range to reproduce 
the input signal. As the name 
i mpl ies, the output appears as 
if it was "cl ipp^” off. 

Common Mode - The com- 
ponent of an input signal 
which is common (identical 
in amplitude and phase) to 
both inputs of a differential 
amplifier. An ideal differen- 
tial amplifier rejects all of the 
common-mode si gnal . 

Common-Mode Range - The 

maxi mum voltage (from 
ground) of common-mode 
signal which a differential 
amplifier can reject. Usually, 
the common-mode range is 
greater than the d i fferenti al - 
mode range. Depend! ng on 
amplifier topology, the com- 
mon-mode range may vary as 
a function of gain. 



Glossary 

Common-Mode Rejection - 

The elimination of the input 
common-mode component 
by a differential amplifier. 

Common-M ode Rejection 
Ratio - The performance 
measu re of a d i fferenti al 
amplifier's ability to reject 
common-mode si gnal s. 

CM RR is expressed as: 

Differential- 

CMRR = Mode Gain 

Coiranon-Mode Gain 

Because common-mode 
rejection generally decreases 
with increasing frequency, 
CMRR is usually specified at 
a particular frequency. 
Differential Amplifier - A 
three-terminal gain circuit 
which processes the signal 
component which is different 
between two inputs while 
ignori ng the component which 
is common to the two inputs. 
Differential Mode - The sig- 
nal which is different 
between the two i nputs of a 
differential amplifier. The 
differential-mode signal 
(Vdiv|) can be expressed as: 

Vm = ) 

Differential-Mode Range - 

The maximum amplitude of 
differential input signal that 
a differential amplifier can 
accept without overloading 
the output. Exceeding the 
differential-mode range 
results in the amplifier either 
clipping or clamping the sig- 
nal. Generally the differen- 
tial -mode range decreases as 
the amplifier gain increases. 

Differential Offset - A circuit 
incorporated in high-gain dif- 
ferential amplifiers to null out 
a DC bias present i n the differ- 
ential input signal. Electrically 
equivalent to an adjustable 
battery i nserted i n seri es w ith 
one of the i n put I eads. 
Differential Probe - A probe 
designed specifically for dif- 
ferential applications. Active 
differential probes contai n a 



differential amplifier at the 
probe tips. Passive differential 
probes are used with differen- 
tial amplifiers and can be cali- 
brated for precisely matching 
the DC and AC attenuation in 
both signal paths. 

Floating - A signal which is 
not referenced to ground. A 
floating signal cannot be 
directly measured with a sin- 
gle-ended instrument input. 

Floatingthe Scope - The prac- 
tice of defeat! ng the protective 
grou nd i ng system of an osci I - 
I oscope, al I ow i ng i t to per- 
form float! ng measurements. 
Because the enti re scope chas- 
sis is common to the probe 
"ground" clip, this dangerous 
practice may expose the user 
to electrocution hazards. 

Ground Loop - A circuit with 
multiple low-impedance 
paths connected to the same 
ground potential. A ground 
loop acts as a shorted trans- 
former turn which induces 
ci rculati ng ground currents. 
These currents produce si ight 
changes in the ground poten- 
tials within the circuit. 

Isolatijr, Isolated Probe - A 

device which allowstwo- 
poi nt fl oati ng vol tage mea- 
su rements to be made with 
single-ended ground refer- 
enced instrumentation. Isola- 
tion is accomplished by con- 
verting the in put si gnal to 
optical and/or magnetic (via 
transformer) form. 

Maximum Common-Mode 
Slew Rate - The upper limit 
of rate of change (dv/dt) of 
the common-mode compo- 
nent on the inputs of a differ- 
ential amplifier or isolator. 
Signals with rise times that 
exceed the maxi mum com- 
mon-mode slew rate specifi- 
cation may produce extreme 
distortion in the output sig- 
nal . Someti mes th i s sped fi - 
cation refers to a maxi mum 
non-destructi ve I i mit of the 
instrument. 



page 15 




Quasi Differential - A 

method of creating a differ- 
ential amplifier by adding 
two conventional oscillo- 
scope input channels with 
one set to i nvert mode. T o 
produce meaningful results, 
both channels must be set to 
the same volts/division posi- 
tion. Compared with true dif- 
ferential amplifiers, quasi - 
differential mode has very 
limited common-mode range 
and lower CM RR, particu- 
larly at high frequencies. 

Slideback (Comparison Volt- 
age) - A configuration pro- 
vided by some differential 
amplifiers which connects a 
precision calibrated voltage 
source to one of the amplifier 
inputs. This provides a sin- 
gle-ended amplifier with an 
extremel y I arge range of cal i - 
brated offset. Uni ike differen- 
tial offset, slideback mode 
can only perform single- 
ended (ground referenced) 
measurements. 



Single-Ended - A measure- 
ment of a voltage potential 
referenced to ground. A con- 
ventional osci I loscope i nput 
can only make single-ended 
measurements. 
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